Wire Mesh Test

7/29/2011 - 8/5/2011

1. Room temperature test.
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X-Axis
Pen Name ___ Description B Value  Eng Units High Over Range Low Over Range
— Luke PRM_LIFETIMEF_CV | Luke.PRM_LIFETIMEF_CV 1 0.00328 | see 0.02000 0.00297
— Luke PRM_IMPURMIES F_._| Luke PRM_IMPURITIESF_CY | 0.0458 | Imps 0.0505 0.0075
— PAB_S1.LT_10_N2F_CV | Luke Condenser LN2 Level Pro... | 8.6 Inches 14.5 41
— PAB_S1 CRYOSTAT_PRE Luke Vapor Pressure | 154 | psig 17.7 117
— PAB S1TE_411_CS_REA._. | TC on Luke fopflange (F_CV) | 85(C 126 43
— PAB_S1 PT_69_V_REALF.. | Seal Monitor Vactuum | 0.0004 | Torr 0.0016 0.0001
— PAB_S1AE_600_AR_REA . | Luke Halo F_CV) ; 185 | pob 64.1
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2. Liquid test.
3. Vapor test.
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X-Axis
Pen Name | Description Value Eng Units High Over Range | Low Over Ranae
— Luke PRM_UIFETIME F_CV | Luke PRM_LIFETIME F_CV 001115 | sec 0,02000 0.00401
— Luke PRM_IMPURMIES F _.._| Luke PRM_IMPURITIES F_CV 0.0135 | Imps 0.0374 0.0075
— PAB_S1LT_10_N2F_CV | Luke Condenser LN2 Level Pro... | 52| inches 142 X
— PAB_S1.CRYOSTAT_PRE. | Luke Vapor Pressure 16.3 | psig 176 137
— PAB_S1TE_411_CS_REA. . | TC on Luke top flange (F_CV) 107 C 15 100
— PAB_S1.PT_69_V_REA... | Seal Monitor Vacuum 0.0004 | Torr 0.0010 £0.0033
— PAB_S1AE_600_AR_REA . | Luke Halo F_CV) 13.8 | ppb 174 55
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